INTRODUCTION
============

For coronary angiography and coronary intervention, the radial artery (RA) is the preferred access route over the femoral artery as hemostasis is easier, potentially leading to a reduction in bleeding and vascular access-related complications, as well as earlier mobilization \[[@b1-yujm-2018-35-1-94],[@b2-yujm-2018-35-1-94]\]. However, the transradial approach can be challenging in patients with a small-sized RA, especially when a large-sized guiding catheter (GC) is required for percutaneous coronary intervention (PCI) of complex coronary lesions such as left main coronary stenosis, bifurcated lesions and chronic total occlusion \[[@b3-yujm-2018-35-1-94]\]. In addition, anatomical variations in the RA comprise a major cause of failure in transradial coronary intervention (TRI) \[[@b4-yujm-2018-35-1-94]\]. Fortunately, technological advances such as the sheathless GC system(Sheathless Eaucath, Asahi Intecc, Aichi, Japan) and the miniaturization of devices have enhanced the success rate of TRI, even in patients with a small RA and problematic anatomical variations of the RA\[[@b5-yujm-2018-35-1-94],[@b6-yujm-2018-35-1-94]\]. We report here a case involving a patient with coronary artery disease successfully treated by TRI via a well-developed radial recurrent artery branch from the radioulnar alpha loop using a sheathless GC.

CASE
====

A 74-year-old man presented to our hospital with new-onset chest pain starting 4 days prior. He was on anti-hypertensive medications. No other risk factors were present. His blood pressure was 148/94mmHg, and his electrocardiogram revealed no significant ST-segment or T-wave changes. His left ventricular ejection fraction was 61%.

Coronary angiography was performed via a transradial approach. The left RA was punctured using the Seldinger method and a 5 Fr Terumo arterial introducer sheath was inserted. Sheath angiography revealed a radial alpha loop and a radial recurrent artery branch ([Fig. 1A](#f1-yujm-2018-35-1-94){ref-type="fig"}, arrows indicate a radial recurrent artery) that follows the medial side of the brachial artery and fuses with the axillary artery ([Fig. 1B](#f1-yujm-2018-35-1-94){ref-type="fig"}, [1C](#f1-yujm-2018-35-1-94){ref-type="fig"}). A 4 Fr JL 4.0 diagnostic catheter and a 4 Fr AL diagnostic catheter were used for left and right coronary angiography. Left coronary angiography revealed diffuse significant lesions in the proximal to mid left anterior descending artery (LAD) ([Fig. 2A](#f2-yujm-2018-35-1-94){ref-type="fig"}). Right coronary angiography showed tubular 60-70% diameter stenosis in the mid to distal right coronary artery (RCA) ([Fig. 2B](#f2-yujm-2018-35-1-94){ref-type="fig"}). TRI via the radial recurrent artery branch was planned as it has a large enough lumen for the passage of a sheathless GC. A 6.5 Fr SPB sheathless GC was advanced smoothly via the radial recurrent artery ([Fig. 1B](#f1-yujm-2018-35-1-94){ref-type="fig"}, [1C](#f1-yujm-2018-35-1-94){ref-type="fig"}) and placed into the ostium of the left main coronary artery. A 0.014" floppy SION blue guidewire (Asahi Intecc, Aichi, Japan) was steered into the distal LAD. Intravascular ultrasound (IVUS) was used to evaluate the vessel size and lesion length, as well as the stability of the atheroma state, and to optimize stent deployment. IVUS examination revealed severe plaque accumulation with a lesion minimum lumen area of 1.6mm^3^, an external elastic membrane area of 11.9 mm^3^, and a plaque burden of 86.6%([Fig. 2A](#f2-yujm-2018-35-1-94){ref-type="fig"}). Pre-dilation with an Empira NC balloon catheter (Cordis, Johnson & Johnson, Warren, NJ, USA; 2.75×10mm at 20 ATM) was performed, after which two Xience Prime stents (Abbott Vascular, Abbott Park, IL, USA) with overlap (3.5×18 mm, 2.75×33mm) were deployed in the proximal to mid LAD. The final angiogram showed good appearance with normal distal flow, and the stent was fully expanded and well apposed to the vessel on IVUS examination ([Fig. 2C](#f2-yujm-2018-35-1-94){ref-type="fig"}). Subsequently, a 6.5 Fr JR 3.5 sheathless GC was engaged into the ostium of the RCA. A 0.014" floppy SION blue guidewire was passed into the distal RCA. Upon IVUS examination, diffuse fibrous plaque accumulation with calcification was observed. The lesion minimum lumen area, external elastic membrane area, and plaque burden measured 2.2mm^3^, 15.3mm^3^ and 85.6%, respectively ([Fig. 2B](#f2-yujm-2018-35-1-94){ref-type="fig"}). Pre-dilation was conducted, followed by implantation of a Xience Prime stent (3.5×18mm at 18 ATM) in the mid to distal RCA. Post-stent angiography and IVUS showed a good appearance without any stent-related complications ([Fig. 2D](#f2-yujm-2018-35-1-94){ref-type="fig"}). The total procedure time was 63 min. The patient was comfortable during the procedure, and hemostasis was successful without any vascular complications.

DISCUSSION
==========

The RA is currently regarded as an alternative or default vascular access site for coronary procedures. However, larger introducer sheaths and GCs cannot be used in patients with a small RA, as over-sized sheaths (in relation to the size of the RA) may contribute to acute arterial occlusions \[[@b7-yujm-2018-35-1-94],[@b8-yujm-2018-35-1-94]\]. TRI can be challenging in East Asian patients, who tend to have a somewhat small RA. Indeed, the mean RA diameter is 2.60±0.41mm in Korean patients; thus, the lumen of the RA is frequently smaller than the outer diameter of a 6 Fr radial sheath \[[@b9-yujm-2018-35-1-94],[@b10-yujm-2018-35-1-94]\]. Anatomical variations of the RA comprise another barrier to successful TRI \[[@b11-yujm-2018-35-1-94],[@b12-yujm-2018-35-1-94]\]. The failure rate of TRI is considerably high (17-37%) in patients with a radioulnar alpha loop \[[@b7-yujm-2018-35-1-94],[@b13-yujm-2018-35-1-94],[@b14-yujm-2018-35-1-94]\].

The presence of a radioulnar loop is the most common cause of TRI failure. Although the loops can be overcome using hydrophilic wires \[[@b15-yujm-2018-35-1-94]\], it can be difficult to straighten the loop when the patient has a tight retrograde bend in the RA of over 180° before joining the ulnar artery and a stiff right angle just before the loop, as in the present case ([Fig. 1A](#f1-yujm-2018-35-1-94){ref-type="fig"}). Although a transfemoral approach could be favorable for time saving or safety in this case, we selected TRI in consideration of the patient's convenience and somewhat adequate size of the radial recurrent artery. We postulated that a radial recurrent artery with the same driving direction of the brachial artery was a viable option for TRI; thus, a 6.5 Fr sheathless GC was selected to pass through the radial recurrent artery ([Fig. 1B](#f1-yujm-2018-35-1-94){ref-type="fig"}, [1C](#f1-yujm-2018-35-1-94){ref-type="fig"}). The sheathless GC system([Fig. 3](#f3-yujm-2018-35-1-94){ref-type="fig"}) is composed of a hydrophilic guiding catheter and a long central dilator, and has several beneficial features: (1) the hydrophilic coating and relatively small outer diameter reduce spasms and forearm discomfort; and (2) an adequate inner diameter enables TRI for most complex coronary lesions. The 6.5 Fr sheathless GC has an outer diameter (2.16mm) smaller than that of a 5 Fr introducer sheath (2.29mm), with an inner diameter (1.78 mm) similar to that of a 6 Fr GC(1.78-1.8mm). While remaining the 5 Fr introducer sheath, a 5 Fr guiding catheter can also be selected for this patient. However, it has some procedural limitations due to the smaller inner lumen diameter (1.47mm) compared to that of the 6.5 Fr sheathless GC. Moreover, the hydrophilic coating of the sheathless GC system might facilitate passage through the radial recurrent artery. Accordingly, the use of a sheathless GC maintains the benefits of a traditional 6 Fr GC, including increased support and compatibility with a wide range of adjunctive devices and complex PCIs. Sheathless GCs are particularly useful for patients with a small RA, regardless of lesion complexity or severity \[[@b5-yujm-2018-35-1-94]\].

The present case is unique in that we successfully performed TRI using a sheathless GC via a radial recurrent artery rather than overcoming the radioulnar alpha loop. Knowledge regarding anatomical variations of the radial and brachial arteries and proper device selection are both prerequisites for a successful TRI. In conclusion, the sheathless GC system is likely a viable option for TRI in patients with a radial alpha loop and well-developed radial recurrent artery, as well as patients with a small and spastic RA.
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![A radial recurrent artery originating from the radioulnar alpha loop. Left radial angiography (A) shows the radioulnar alpha loop and a well-developed recurrent radial artery (arrows) running parallel to the brachial artery (B, C).](yujm-2018-35-1-94f1){#f1-yujm-2018-35-1-94}

![Coronary angiography and intravascular ultrasound. Left coronary angiography (A) reveals diffuse significant stenosis in the proximal to mid LAD (arrow). IVUS examination (left low in A) showed severe plaque accumulation with a lesion minimum lumen area of 1.6 mm^3^, an external elastic membrane area of 11.9 mm^3^, and a plaque burden of 86.6%. Right coronary angiography (B) shows tubular 60-70% stenosis in the mid to distal right coronary artery (arrow). IVUS examination (right low in B) showed diffuse fibrous plaque accumulation with calcification. The lesion minimum lumen area, external elastic membrane area, and plaque burden measured 2.2 mm^3^, 15.3 mm^3^ and 85.6%, respectively. Post-stent angiography of LAD (C) and IVUS showed good appearance, and well apposed and fully expanded stent (left low in C). Post-stent angiography of right coronary artery and IVUS showed good appearance, and well apposed and fully expanded stent (D). LAD, left anterior descending artery; IVUS, intravascular ultrasound.](yujm-2018-35-1-94f2){#f2-yujm-2018-35-1-94}

![The sheathless guiding catheter system and its lumen size. The sheathless GC system is composed of a hydrophilic guiding catheter and a long central dilator. The 6.5 Fr sheathless GC has an outer diameter (2.16 mm) smaller than that of a 5 Fr introducer sheath (2.29 mm), with an inner diameter (1.78 mm) similar to that of a 6 Fr GC (1.78-1.8 mm). GC, guiding catheter; OD, outer diameter; ID, inner diameter.](yujm-2018-35-1-94f3){#f3-yujm-2018-35-1-94}
